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ehetromagnalic Compaliiy Saiemant 


Safety Precautions 
“The warnings and legends inthe manga are intended to 

smile yout ae the product sufely an eorrectly ans to 

prevent injury to you snd others 

ie legends, warmings and their meanings are ax 

Fallows: 

Ottindicates constraint 

‘S11 indicates prohibited behaviors 

‘#0 group Applicaton Part 

‘Mtindisates Notes 

Scope of Application: Applicable to measuring the 

‘Hult systolic pressure, astlte pressure ad pulse 


(Notes 

© Iris very dangerous forthe patients to make 

fl-jdgment and sell-ceatment throug the test reval, 

please follow the prafeesional phystean' Interpretation 

{the measurement rests, 

(© When common arreythini (uch astral premature 

heats, premature ventricular contraction, seria inition, 
occurs the measured value ny be inaccurate oF blood 

sure cannot be mensuted. 

@ For the patients withseriousdysuemia,pleaseuseitunder 

theguldaace of doctor 

19 is very dangerous for the patients to make treatments 

fhrough the test revults of self udgrment 

(© This product is only for human blood pressure 

O Make sure youusea special eat 

[5 Please do not disassemble, repsirand modify privately. 

‘5 Babies and those who cannot express themselves ae not 

Slowed touse it 

A. This products 5 years of life ime, and recyclable, 


should not be digearded at wil 


an ot be used asthe jdgncat standard please ste 0 
fhe explanation on the meanured values of 
Sphygmomanometerby a profesional physician 
‘h This product does nt need tobe calibrated during is 
Vali peed 

! feted outside of the indicated emperatate and 
‘humidity ronge, he system may ot be slot meet he 
Shamed pertriance specticatons 
‘The BP value measureay this device iseguivalentto 
‘har by euscullatoa, and hz ero isin accordance wth 
‘he vegiirements apeeifed in lECGDGOI-2-30 1999. 
# The ware shall be Handled in sccondance wit the 
Felevant national eironmontl protection reasons 
‘Sots fou th bat 

betes Sassenbte hc acer 

Avoldusing the battery neat the heat sources dice, 
sunlight Ir it dangerous to charge thebatery witha 
Sondedicted charger 

‘Bonot ouch the leakage batery dicey. 

Donot change the shanger fora longterm 
Recommendations 

‘Bo or vigorously Bend your cut 

Dost it and drop the host 

Donot press the eufTbefore you tak ton your arm 

Da not measure he blood paanure on urcnnig vehicle 
Product Compositions 
Composition: The prot consivts ofthe host and cut 


Function description 

Measurement method: Oxilogeaphie method. 

2 Results display: Systlieidiastoio pulse 

5.Unit change:kPa/nl mtg by def. 

4. Memory capacitydouble 90 group of measurement 
ats, 

5 Time Sting: Ysn/Month/DayourMinule setng 

{Bower up Detection of elect in any condition. 

7.WHO prompt: Blood pressure Warning sep indicate 
health status of blood pressure for deals se Tables 2 

S.iror promptor deals see Tables 2. 

5 Anythmia prompt:LCD display” @"and” 444" 
prompt ahythmia, 

{tl Overprestre protetion When ar peers excess 
Sommiig, automatic fast exhaust achieved 

Automate shutdown’ minute without operation 
tuckovard into sleep sate 

12 Bai in btery 


Use of the cuff 


|The cu ofthe plug isinserted 
into the body of the cu jack.(AS 
shown in Figure |) = 


(Figure) 


2.The left orrightarm ina the 
uff (As shown ia Figure2) 


a 
Figae2) 
Tacos alae he foe, 
ee 
Sthecutfisplledouwards, 
duotmedihclgestonoe cr 
(As shown in Figure 3), ce x 
(ewe) 
as “thst hroagh meta 
fins bukit thence 
=| tots eff(arstown se 


(Figure) Feet) 


Correct Measurement Posture 
Pleaveait sight, 
‘Take off the thicker clothes, Expose the upper arma or 
thin coat formeasurements, 
‘Keep the cu at he seme height asthe hear. 


Notes about the mean 
Benershe ey dy ate 
Teisudvisable to mestute within | hour after getting up 

inthe morning ar atnight before going to bed. 
‘Thediflerent cul? poritions cause he sflerent 

seanured values 
‘Bo wot touch the host and cuff during measutng. 
Please keep quit for about S minutes tore measuring 
Nespesking when messing 
Please wal Yor move than Stinutes for continuous 
measuring. 
Please Koop aay fromthe TV, mobile phones, 
‘order to avoid electromagnet Interference 


se ime, with he 


6 


BPMeasurement. 

| Push che togale switeh button ve ON to turs on the 
power 

2.Press the START/STOP button, the cuff is 
sauloraatically pressurized to start measuring 

‘VAfle the measuring 6 completed he blued pressure 
sand heart rate values are automatically displayed 

"he air inside the euff wil be automatically dircharged. 

The meavared results shown in ntl 

The heart rate value is converted in "Times min 

44.Prest the START/STOP baton to clase the display 

Ifvou forget to lore the display, the display will arm 
offanromaically after | minaes 

5 Push the toggle svteh button to OFF to turn off the 
power 


The error"Er* appears oa the display, the measuring 
cannot be performed carectly, Please eferto "Error 
Messages and Troubleshooting" 

Tee arm congestion occurs ater repeated 
‘measurements the blood pressure value wil be not core, 
please measur it again aftr the blood pressure is 
Unblocked. 

‘Do not keop inflating for along time, otherwise it may 
‘cause acute arm injury. 


Use of the Memory Function 
“The aphyemomanometer etn autometially store the 
blood presvare and heat rate valuesallowing yout Yew 

fino dd sets of memory mensurements 
1£90 sete of memories are saved in Memory, when you 
savethe Distsctof memory. the oldest sctarmemary 


Values willbe deleted 
iets the Monon blton to display the latent 
mecanmettonls 

Forte Memory hattn repeatedly tose the ord 
ancasarment eal ntucn. 01 mncate the et 
‘cssrement esl 02 represents the penultimate 
‘essuremeat esl anda on) 

reste STANTISTOF bution again o end he deplay 
oc meatus erat 

Bang ibe memory for mocesihre sap 
anbylini nena lapel ash ineie arbi 
Shon the erpevertdatcid om wal Ce Lapinpo 
inikomencg/auy cadeyoocsapea a 
Aue MEM but Sclecond to delclea 
{iememory data cues mer where ND 
indloplayed on te dspay seeierar own 
‘edged onthe do : 
‘shortly press the MEM button to query fey 
taerant tel wtlnteconey aulone id 
iiss No i dsplayedsavabownon he ig 


Unit Conversion Function. 
‘inthe slep mode, press the START/STOP butor for 10 
seconde tomer the selected BP unit mode, shorty prese 
the MEM button switch mime” of kPaas the BP unt, 
thorty pres the" Star ution ozne operation orl S 
seconds, it enters toto the Sieep State (ee below) 


User Swit) —<—=—<—a 

‘Shorly press the SET bution o query the ime and 
current user, and shorily press the SET button again fo 
Switch theuser After switching the use, press tne MEM. 
button to check he eurent uses istry 


sore | Q g Se 
syomny ems 


Time Setting Function = 

Press the SET button for 3 seconds to enter into the Time 
Setting Mode, shat" Year" lashes indicates being adjusted, 
shortly press theSET button ta select he month 3 / 
4hour/ minute Tanguagesetings.(assbowa below) 


Ole 


In the Time Setting Mode, shortly pres the MEM key 
twraise the ne 


ee OR 
Suane 


Fer the voice~type products inthe ime mode, shortly 
press the MEM to elect voice ON or OFF 


se OF ke OE 


Lithium Battory Charging ns 

‘When the lithium battery sfow, connect the charger to 
charge andthe charging state sas follows: Atoal of six 
Small squares indicate six kinds of electric states, andthe 
Hashing stall squares represent different current volages. 
‘When the charge is complete, the six small squares areal 
normally lit 


cook ob 


Adaptor please use SV 1A changer 


BP Basic Knowledge 

‘Blood pressure (BP) isthe pressure onthe vessel wall 
when the bod passes through the artery 

Systolic blood pressure (maximum Mood pressure) 
Arterial pressute when the heer systolic bigod it 
‘elivered, 

Diastolic blood pressure (minimum blood 
pressure) Arterial pressure whea the heart dastolic blood 
fe delivered back tothe hear. 

Tn general, morning boed pe 


W 


sures low, but will 


Increase over ime feom nov ty evening ta summer Stood 
pressures lower, while in winter, blood pressure shi 

BP changes and variations the fallowing figure shows 
blood pressure changes every five minutes of the day) 
Pulse rateit will change dus to diferent physical 
conditions asthe rameto tal ofthe BP. 


——— 


Clasifeation of blood preseure by WHO: 

“The World Health Ofganization (WHO) and the 
Intetuational Society Hypertension 1SH) have 
Established the ood pressure classification siteria, os 
Shown inthe following figure. Although there arene 
Universally recognized enteria forthe definition of 
ligpotension, generally speaking, systole blood pressure 
low loOmiatlg is generally considered tobe hypoteasion 


Error Messages and Troubleshooting == 


CD a rm ror case 


Blood Pressure Warning Notes 


ToD. Tis Sra | Lap 
Severe ai i 
Maderate [150-1 “mT 
Nite Tao 130 — [w= 
‘Nonna High [ 019 [8S 
Norms 1015 
Most suitable | S119 mi 


Specifications 


Storage and Maintenance = 

Donat straighten orbend the ef, slam into 
machine 

Da nl store the machine inthe direct sunlight, high 
temperate high humidity, dush or exposure t 1 
‘corrosive gesesor water, Nor ean the machine be operated 
inthe envisonmente described abave, 

Please utes clas, sof cloth with some water or 
scutraldceegoat, gealy wipe the spiyemomanometes 
fostor west stap, oud ten iameodtately dy 1 

‘Bonet ure too tiuch water fo wash or wet the machine 
andeut 

oot use volatile thinner, gasoline or alcabol to 
clean the machine 

‘Charge te battery once every I month 


For the dateofmanufectre, please see the outer 
packing 


Explanation of mark or symbols 


| -elebedo)> 


is 


Appendix. 
Electromagnetic Compaubility Statement 
The arm lectsonicaphygmomancracler conforms to 


the FMC test standard TEC90501-1-2.2018, 


Ser |! eee acetone ar 


| ancien 


Sirasce pecan teen 
Heras ees acess Sa soa 


